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NURSECALL 800E MK3
SYSTEM INSTRUCTIONS
BASIC WIRING

IMPORTANT
The Social Services register Rest Homes and Health
authorities register Nursing Homes.
Please check your system complies.

WIRING
Do not use solid core cable as it breaks easily.
Four core stranded burglar alarm wire (7/0.2) is
ideal for call points and sounders. Multi-core cable
may be used to reduce wiring runs.
Panels. Run two 1mm2 and three 0.2mm2 control
wires  plus 1 0.2mm2 core per zone between panels.
Sounders. Run 1 core plus 1 or 2 common cores to
the nearest panel.
Call Points. Run 1 signal wire per zone plus a com-
mon negative and a common positive to the nearest
panel.
Overdoor Lights.  Connect to the signal wire of the
zone being indicated and to common negative and
common positive.
We strongly recommend you leave 20–25% spare
cores in each cable run to allow for future changes.

DEFINITIONS
Call points are used to make a call and should be
installed in bedrooms, bathrooms, WCs and commu-
nal rooms.
Each light on a panel indicates a separate zone. A
zone is usually one room and can contain several
call points.
An area is a group of zones connected so as to oper-
ate a light whenever any zone calls.
A standard call is a continuous signal made by a
resident operating any call point.
A call is reset by an attendant touching a magnetic
reset key to a reset 'target' in the room. (Or by insert-
ing a reset key or pressing a reset button out of reach
of the resident).
An emergency call is a signal made by a member of
staff touching a special emergency 'target' with the
magnetic reset key. (Or by pressing an emergency
button out of reach of the resident).  It also overrides
and resets a standard call on that zone.
The mute switch (supplied uninstalled) silences the
sounders but leave the light(s) lit.  A new call oper-
ates the sounders again.
Emergency calls cannot be muted.

1ST FIX

GENERAL
Call points and ceiling pulls use similar
electronics and can be wired together on
one zone.
Non-emergency call points and reset
points may be installed but should preferably be
magnetic reset types to keep system operation sim-
ple.
Ceiling pulls and latch modules need a call point or
reset point to reset them.
One master and up to ten repeater panels can be con-
nected.
Up to three sounders can be connected to each mas-
ter and repeater panel.
A set of auxiliary relay contacts (rated at
500milliAmps at 12 VDC) in the master panel oper-
ate when there is a standard call and pulse when
there is an emergency call.
Another set of auxiliary relay contacts (also rated at
500milliAmps at 12 VDC) operate when there is an
emergency call.
A 240 VAC to 12 VDC 400mA power supply
is fitted in master panels.
A 12 V 1.9AHr sealed lead acid battery should be
fitted for standby use especially if emergency call/
reset points are fitted. High power consumption ac-
cessories such as radio pagers must have their own
power supply.

Use standard shallow (25mm) UK single gang 
back boxes (surface or flush) for wall mounted ac-
cessories.

Latch modules and input expanders are small (30 x
20 x 15mm) sealed units with self adhesive fixing
and wire termination.  Mount them in any suitable
box.

Panels are surface mounted.
Ten to thirty zone panels are 406mm wide x 214mm
high x 98mm deep.  Forty to sixty zone panels are
406mm wide x 428mm high x 98mm deep.  Seventy
to ninety zone panels are 406mm wide x 565mm
high x 98mm deep.  Larger panels are available.

When equipment and cables have been run remove
panel fronts from site and cover mounting boxes
with blank plates
until second fix.
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OVERDOOR LIGHT, NC806C

EMERGENCY CALL POINT, NC802EM, NC804E

EMERGENCY RESET POINT, NC809EM

RESET POINTNC, NC809CM

CEILING PULL, NC807C

CALL POINT, NC802CM

SWITCHABLE SOUNDER, NC887C

REMOTE SOUNDER, NC888C

SOUNDER WIRING
Remote sounders  need two connections,  an AUX

BUZZ positive from the nearest panel and a common
negative.

S

common negative

Panel

common positive

common negative

Panel

Switchable sounders  need a common positive as
well.

Panel

common positive

– out

Up to three remote sounders can be controlled by a
switchable sounder.

INTER–PANEL WIRING
One master panel and up to ten repeater panels may be fitted. All inter–panel connections are in
parallel. The master panel is best placed centrally  to minimise volt drop but may be anywhere.
Call points etc. do not need to be connected directly to the master panel and can be wired to the
most convenient repeater panel.

AUX BUZZ  +

AUX BUZZ +

common negative

AUX BUZZ  +

The number of cores required between
panels is one for each zone plus five control
cores. (Plus 25% spares.)

Fused Spur, 3
Amps

OPERATION

A standard call is made by pressing a button or
pulling a ceiling pull cord.  The "CALLING" light
comes on and the relevant panel light(s) and corridor
light come on.  Sounders operate and radio pagers
may be triggered.  A call is also made if a remote
lead is plugged in or out.
An emergency call is made by touching a special
'target' with a magnetic reset key or by pressing a
button placed out of reach of the resident.  All indi-
cator lights flash and the sounders pulse. A different
signal may be triggered on a radio pager.  Standard
calls on the same zone are reset but standard calls on
the rest of the installation remain and can still be
dealt with normally.
Standard and emergency calls can only be reset by
attending the room and using a magnetic reset key or
by inserting a reset key or pressing a reset button.
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AREA INDICATION / SPLIT SYSTEMS
Area indication (Lights at the ends of corridors etc.)
and split indication at panels (Part of the panel
showing calls in that area only, the other part of the
panel showing which area is calling.) can be easily
acheived but we recommend you contact the manu-
facturer for information on your particular require-
ments.  A set of marked plans will make it much
easier for us to help you.

Where two or more emergency call points
are fitted on one zone a ceiling pull in an
en-suite bathroom will be reset by either
emergency call point.

CALL POINTS, CEILING PULLS & RESETS

An emergency call point needs three connections, a
common negative, a common positive, and a signal
wire.

ECPanel

common negative

signal wire

common positive

A ceiling pull  needs two connections, a common
negative and a signal wire, but an emergency reset
point also needs a common positive.

CER

signal wire

common negative

Panel

common positive

Panel

common positive

signal wire

common negative

EC CEC

Any number and combination of call points and
ceiling pulls  can be connected to one zone.  An
emergency call will cancel a standard call on that
zone only.  A standard call point cannot make an
emergency call.

signal wire

Panel

common negative

common positive

EC CERC

OVERDOOR LIGHTS
Overdoor lights  connect to the common negative,
common positive, and the signal wire of the zone
they indicate.

EC LEC CPanel

common positive

signal wire

common negative
Connecting an overdoor light to call points

IMPORTANT
When overdoor lights are installed the voltage drop
which occurs when several lights are lit at once may
prevent emergency calls from being recognised by
the panel, especially on cable runs exceeding 50 me-
tres..
To avoid this:-
a) Make sure that 1mm2 cables are used for the
common negative and positive between master
and repeater  panels (terminal 1,+; terminal 2,–).
b) Use two or three cores for the common nega-
tive on each cable run.

ZONE WIRING
Signal wires from call points connect to any termi-
nal A to J at the nearest panel.
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"SIG",  signal wire

"–",  common negative

EMERGENCY RESET POINT

"–",  common negative

"+",  AUX BUZZ +

CEILING PULL

OVERDOOR LIGHT

SWITCHABLE SOUNDER

POWER SUPPLY

NEUTRAL

LIVE

Connect to a fused spur
fused at not more than 3 Amps

Output fuse 1
Amp, 20mm

Mains Input fuse 1
Amp, 20mm

EARTH

"SPR", spare terminal

"S",  signal wire

"+",  common positive

"–", common negative

2ND FIX

 EMERGENCY CALL POINT

"–",  common negative

"+",  common positive

"S",  signal wire

"+",  common positive

"1",  signal wire

"–",  common negative

Inputs 2, 3, 4 are  similar to "1" and are used for
area indication on standard systems.  Do not use

them  with emergency   systems as emergency calls
may not indicate properly.

REMOTE SOUNDER

"1",  common negative

"2",  AUX BUZZ +

"3",  common positive

"4",  sounder output  (Negative)

Relay contacts rated
at 0.5 Amp 12VDC
maximum.  Use ex-
ternal relays to
switch larger loads.

AUXILIARY RELAYS

RELAY 2,
'Emergency call'

RELAY 1,
'Standard call'

 common positive

common negative

To any terminal
A to J

CCL EC ER

 common positive

common negative

1
2
3
4
5

1
2
3
4
5

common positive
common negative

1.0mm2 cable
MAIN BOARDS IN MASTER AND REPEATER PANELS

SIGNAL WIRES BETWEEN PANELS
MAIN AND EXTENDER BOARDS IN MASTER AND REPEATER PANELS

J
I
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D
C
B
A

J
I

H
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D
C
B
A

J
I

H
G
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E
D
C
B
A

SOUNDER CONNECTIONS
MAIN BOARD IN MASTER
AND REPEATER PANELS
ONLY

AUX BUZZ +
common negative

SOUNDER MUTE BUTTON
Fit the mute button throught the hole in the fascia by the Power
Light.  Connect the wires in terminals 2 and 5 of CN4, which

1
2
3
4
5

are also used for the connections between master
and repeater panels (Above).  Any number of
normally open mute but-
tons may be  connected.

Errors and omissions excepted.  The manufacturers persue a policy of continuous develop-
ment and whilst every effort has been made to ensure this information is corrrect no
liability will be accepted for errors.  

Document Number DNU800E001 Rev 3

CONNECTING CALL POINTS TO PANELS

CONTROL WIRES BETWEEN PANELS

MAIN BOARD     EXTENDER BOARD




